Improved telemetric EEG monitoring in epileptic patients.
A 20-channel EEG telemetry system provides EEG monitoring with standard EEG recording performance for use in epileptic patients. The EEG activities of 20 electrodes are separately amplified and transmitted employing PCM cable telemetry. A standard EEG apparatus is used, allowing montages to be freely selected and changed during recording.